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UNITED STATES ENVIRONMENTAL PROTECTION AGENCY
REGION 6
EPA HOUSTON LABORATORY
10625 FALLSTONE ROAD
HOUSTON, TX 77099

CASE #: 20266

SDG #: MFAP70

LAB NAME: AATS

SITE NAME: CASTLE DRIVE LF
REF: WUD #292R. ESAT #£11114

EFFECTS OF RESUBMITTED INFORMATION ON THE ORIGINAL DATA:
August 20, 1993:

The initial CCS report stated that the "S" suffix was missing.
The hardcopy “data review found the "S" suffix was present. The
lab did not correct the raw data. No data are affected.

August 20, 1993:

The laboratory resubmitted pages 119 and 120. Originally, the
analyses of the duplicate MFAP72D and the sample MFAP72 appeared
on pages 119 and 120, respectively. The laboratory corrected the
sample numbers so that page 119 contains the sample MFAP72 and
page 120 contains the duplicate MFAP72D. No data are affected
and the corrected pages should be used.

August 30, 1993:

The Form 14 was resubmitted with corrections and should be
used. No data are affected.

The thallium raw data, page 219, was resubmitted with
corrections and should be used. No data are affected.

The Form 2A was resubmitted with corrections and should be
used. No data are affected.

D. The SDG TR Cover Sheet was resubmitted with corrections and
should be used. No data are affected.
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